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Abstract 

We present the first operation of the Avalanche Photodiode (APD) from 
Hamamatsu to xenon scintillation light and to direct X-rays of 22.1 keV 
and 5.9 keV. A large non-linear response was observed for the direct X-ray 
detection. At 415 V APD bias voltage it was of about 30% for 22.1 keV and 
about 45% for 5.9 keV. The quantum efficiency for 172 nm photons has been 
measured to be 69 ± 15 %. 

Keywords: avalanche photo diode, APD, xenon, deep ultraviolet, quantum 
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1. Introduction 

Avalanche photo diodes (APDs) have proven to be a good alternative to 
photomultiplier tubes (PMTs) in visible and VUV photon detection [TJ [2] . 
They are compact, consume small amounts of power and are simple to oper- 
ate. APDs present also high quantum efficiency, acceptable gain, insensitivity 
to intense magnetic fields, resistance to high-pressure environments and low 
degassing properties. In particular, their low radioactivity contamination is 
attractive for low background experiments based on xenon (Xe), such as di- 
rect dark matter searches (XENON [3J, ZEPLIN [4]) and neutrino-less double 
beta decay search (EXO [3], NEXT [Bj), where the radio-purity of the photo 
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sensors is of critical importance. 

High Pressure TPCs based on xenon [HJ U\ E] are being considered for the de- 
tection of the neutrino-less double beta decay. Gas detectors present several 
advantages over the liquid option. Gaseous xenon detectors have better in- 
trinsic energy resolution [U] than the liquid and the low density media allows 
to track the electrons emitted from the double beta decay reducing the back- 
ground contamination from topological constraints. Previous studies show 
that the operation of the detector in the so-called electroluminiscence regime 
allows to obtain resolutions close to the ones from the primary electron fluctu- 
ations. Electroluminiscence is achieved by accelerating the primary electrons 
in the xenon to an energy that produces scintillation light without enter- 
ing into the charge amplification regime. This technique is well established 
for xenon with photomultipliers [10] and APD [11] readouts. In this paper 
we evaluate the performance of the the Hamamatsu S8664-SPL Avalanche 
Photo diode sensor. This APD is a special version of the standard product, 
made sensitive to xenon (172nm) and argon (128nm) scintillating light. The 
APD is available in two different sizes (5x5 mm 2 and 10x10 mm 2 ). The small 
size of the sensor allows to explore the possibility of using this technology for 
energy measurement and tracking when laying them as an array of sensors 
with independent readouts [T2] . 

In this paper we present an independent measurement of the quantum ef- 
ficiency for 172 nm photons for these devices and the first measurement of 
their response to direct X-rays of 22.1 keV and 5.9 keV. Although there are 
some applications of APDs to direct X-ray detection, e.g. [13], X-ray detection 
with APDs was mainly investigated to measure the charge carriers produced 
in light measurements, using the number of charge carriers produced by the 
x-ray interaction in the APDs as a reference, resulting in a straight forward 
process to evaluate the number of charge carriers produced in the APD by 
the light pulse. This method has been extensively used to measure the scin- 
tillation yield in inorganic crystals [H] and in noble gases [15], as well as to 
determine the quantum efficiency of APDs [TU]. However, non-linearities in 
the APD response to X-rays have to be taken into account. These are due 
to space charge effects, resulting from a reduction of the local electric field 
intensity, and from local heating, due to the point-like nature of the primary 
electron cloud produced by the X-ray interaction [T71 [181 H3]- Therefore, the 
non-linear response to X-rays has to be investigated for a full characterization 
of the present photo diodes. 
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2. Experimental setup 

Figure [TJdepicts the schematic of the gas proportional scintillation counter 
(GPSC) used in this work. The detector body has a cylindrical shape of 14 cm 
in diameter and 5 cm in height, with a 2 mm aluminized Kapton radiation 
window. A stainless steel cylinder of 60 mm diameter fixes the Mesh Gl, 
and has multiple perforations on its side surface to increase gas circulation 
in the drift/absorption region. The radiation window is kept at negative 
high-voltage HVO, while mesh Gl and its holder are kept at -HV1. Mesh 
G2 and detector body are grounded. Electrical insulation of the radiation 
window and the Gl holder is achieved using a machinable glass ceramic, 
Macor®, glued to the detector body and to the window with a low vapor 
pressure epoxy. The voltage difference between the detector window and 
Gl defines the reduced electric field in the absorption/drift region, which 
is kept at 0.5 Vcm-ltorr-1, below the xenon scintillation threshold. The 
scintillation region is delimited by two planar meshes: Gl and G2. In this 
GPSC prototype, the absorption/ drift region and the scintillation region are 
2 cm deep and 1.4 cm deep, respectively. The chamber operation parameters 
are shown in table [T] X-rays interacting in the drift region produce a primary 
electron cloud that drifts towards the scintillation region. Upon crossing the 
scintillation region, each primary electron produces, in average, a known 
number of scintillation photons [20]. X-ray interactions in the scintillation 
region will lead to scintillation pulses with lower amplitudes. These pulses 
result in a distortion of the Gaussian-shape pulse height distribution with a 
tail towards the low amplitude region. However, the peak of the pulse height 
distribution is not altered by this tail. A fraction of the X-rays interact in 
the APD, producing a pulse height distribution that is independent of the 
electric fields of the GPSC, depending only on the APD biasing. 

Parameter Value 
Reduced electric field in drift region 150 V/cm/bar 

Reduced electric field in scintillation region 3.75 kV/cm/bar 
APD bias voltage 415 V 

Gas pressure 1.07 bar 

Table 1: Description of the chamber operation parameters. 
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Figure 1: Schematic drawing of the GPSC used for the EL measurements. 



3. Method for the Q e // determination 



The quantum efficiency of the APD was determined by comparison of the 
VUV-scintillation pulse amplitudes with those resulting from direct interac- 
tion of the X-rays in the photo diodes. We follow here the method established 
in [20]. The total number of photons produced is computed from the energy 
released by the 109 Cd gamma ray and the value of : 
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where G is the gain of the electroluminescence phase, and N e i ec is the num- 
ber of primary electrons released by the Xe via ionization. This number is 
obtained from the average energy needed to produce an electron-ion pair, w, 
and the total energy of the X-rays, E 1 . The photon yield per cm and per 
bar, Y/p, is given by the empirical formula |20j : 
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Here, E/p is the reduced electric field in the scintillation region. The gain 
G is then given by: 

G = -pd (3) 
P 

Whereby d, the gap between the electroluminescence meshes, is given by the 
geometry of the detector and p is the operation pressure. For 109 Cd, d= 
1.4 cm, p=1.07 bar and a E/p=3.75 kV/cm/bar, the total number of UV 
photons produced is about 622000. The number of photons arriving to the 
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APD, N b s , is derived from the total number of photons emitted in 47r and 
the solid angle, VLapd, covered by the sensitive area of the APD. 



N obs = N? al ^T (J) 



The solid angle ^APD anc ^ ^ ne transparency T of the electroluminescence 
mesh are estimated from a Monte Carlo program described in section |5j The 
quantum efficiency Qeff, defined as the number of free electrons produced in 
the APD, N^ sci , per VUV photon, is then given by: 

Qeff = ^ (5) 
^obs 

Auv N X r /c s 

= ~A N (6) 

SiXR Mobs 

Here, Any and Axr are the peak position of the UV and the direct X- 
ray peak in the pulse-height spectrum and Nxr is the number of electrons 
released in the silicon by the direct absorption of a X-ray. This number can 
be calculated from the X-ray energy, Exr (22.1 keV for 109 Cd), the energy 
needed to produce a electron-ion pair in silicone, wsi (3.62 eV [21]) and a 
quenching factor Qf. 

N XR = —Qf (7) 

W S i 

The latter takes into account high charge density effects as they can occur 
in the absorption of X-rays. This factor depends on the type of APD, the 
applied bias voltage and the X-ray energy and has to be determined experi- 
mentally as described in the following section. 



4. Non-linear response to X-rays 

The non-linear response to X-rays was measured for the first time for this 
type of APDs. The method used follows the one described in [22]. The APD 
was mounted in a gas tight box and flushed with dry gas. In the box also a 
radioactive source, 109 Cd or 55 Fe, and a green LED of about 520 nm were in- 
stalled in such a way that the APD could be illuminated simultaneously from 
both. The APD signal was processed with a charge sensitive ORTEC 142B 
preamplifier, an ORTEC 673 amplifier and the spectrum was recorded with a 
8001 A multichannel- analyzer from AMPTEK. The non-linear response was 
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APD Voltage 

Figure 2: Ratio of X-ray peak position and LED peak position as function of the APD 
bias voltage (solid line) and the LED light gain (dashed line) . The light gain is normalized 
to the value at 260 V. The purple and pink lines show the results for 22.1 keV from a 
109 Cd source for two different APDs, normalized to the value at 260 V, while the green 
line shows the result for 5.9 keV, normalized to the value at 350 V. 



determined by simultaneous monitoring the amplitudes due to the interac- 
tions in the APD of the LED light pulses as well as the X-rays. From the 
development of the ratio of the position of the LED and the X-ray peaks as 
function of the applied voltage the non-linear response was determined. We 
call this ratio the quenching factor. During the measurements the tempera- 
ture was stable within 2° C. Fig. [2] shows the X-ray quenching factor and the 
LED light gain, normalized to the value at 260 V, as function of the APD 
bias voltage. The differences between the two APDs are vanishing when one 
plots the quenching factor as function of the gain (fig. [3]). This behavior is 
expected since the quenching is caused by local high charge densities in the 
APD and it should be independent of the bias voltage applied to achieve this 
gain. The result of this study is that the quenching factor for this type of 
APD is 0.29 ± 0.04 for 22.1 keV and 0.46 ± 0.07 for 5.9 keV X-rays at 415 
V. These values are significantly larger than the ones obtained with APDs 
from Advanced Photonics Inc. (API) [TTJ [23] indicating that these devices 
are less suitable for direct X-ray detection. 
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Figure 3: The quenching factor as function of LED light gain, normalized to the value at 
260 V. As before The purple and pink lines show the results for 22.1 keV from a 109 Cd 
source for two different APDs, normalized to the value at 260 V, while the green line shows 
the result for 5.9 keV, normalized to the value at 350 V. 

5. Monte Carlo simulation of the photon acceptance 

We have developed a Monte Carlo simulation program describing all the 
key elements of our experimental setup. It simulates both primary electron 
production and its drift and scintillation light production, light transport 
and the detection by the APD. The X-ray profile for the 109 Cd is simulated 
considering the acceptance limitation by the collimator and the exponential 
absorption in the gas. Primary electrons are transported in the gas following 
a Gaussian transverse diffusion model. The scintillation production is simu- 
lated photon-by-photon along the transport of the primary electrons within 
the EL gap. The light emission is isotropic and the total number of photons 
produced is calculated via formula [3j the absorption of the mesh between the 
EL gap and the APDs is also accurately simulated. 

The code integrates the total number of photons arriving to the APD under 
the assumption that the collection area is 5x5 mm 2 . The photon acceptance 
is then obtained as the ratio between this number and the total number of 
photons produced in the EL gap. 

The input values to the simulation are shown in Table [2] with the precision 
we have determined them. The value of the APD acceptance is estimated 
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to be 0.0123 ± 0.0014(sys£), the systematic error is estimating varying the 
different parameters according their known accuracy as shown in Table 2. 



Parameter 



value 



Drift volume distance 

EL mesh gap length 

Distance between lower mesh and APD 

Mesh wire radius 

Mesh wire pitch 

Transverse diffusion 



(19.9 ±0.2) mm 
(14.0 ±0.2) mm 
(4.7 ± 0.5) mm 

(0.04 ± 0.004) mm 
(0.90 ± 0.09) mm 

2346 fim/ 



Table 2: Simulation parameter with its defined value and estimated precision. 



6. Results and discussion 

The final value of the Hamamatsu S8664-SPL quantum efficiency is de- 
rived from equation [6] The values for the different elements in the equation 
are compiled in table [3] The result for the quantum efficiency is 69 ± 15 % for 
172 nm photons using a 109 Cd source, which is an independent confirmation 
of the value of about 80% quoted by Hamamatsu. This high quantum effi- 
ciency makes this device very attractive for the light readout of xenon-based 
detectors. Further tests with an array of 5 APDs and measurements in argon 
are currently being performed to investigate the full potential of this sensor. 
We have also studied for the first time the non-linear response of this device 
to X-rays. The quenching factor shows a large non-linear response to direct 
X-rays. Relative light to X-ray gain reduction to 45% and 30% were mea- 
sured for 5.9 and 22.1 keV for relative gains of around 40. These values are 
much higher than those obtained for other type of APDs, denoting a much 
higher presence of non-linearity effects in X-ray detection with this type of 
APDs. 
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Parameter 



Value 



A XR 



145.5 ± 1.5 
48.1 ±3.4 
6105 
622000 ± 62200 
0.0123 ±0.0014 



Number of photons 
Acceptance 



Quenching factor (415 V/ 22.1 keV) 0.29 ± 0.04 
Table 3: Values of the parameters used for the quantum efficiency calculation. 
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